New guide wire for high-flow infusion.
A new open-ended guide wire with a large internal diameter was compared with two other open-ended guide-wire and catheter infusion systems. Simple experiments were performed to compare flow rates and ability to track. The larger internal diameter of the new wire allowed higher flow rates and accepted an 0.025-inch (0.64-mm) guide wire. The flexibility of the new infusion wire was shown to be equivalent to that of the catheter system. The authors conclude that the new wire has advantages in terms of flow rates and ability to track, compared with presently available infusion systems.